Infected aortic pseudoaneurysm at the site of a proximal mechanical anastomosic connector following off-pump coronary artery bypass grafting: case report.
We describe a patient who underwent off-pump coronary artery bypass graft surgery performed with an aortic connector. The patient developed a malignant deep sternal wound infection that subsequently led to an aortic pseudoaneurysm at the site of proximal anastomosis.